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Abstract: A scintillating fibre tracker is proposed to measure elastic proton scattering at very 
small angles in the ATLAS experiment at CERN. The tracker will be located in so-called Roman 
Pot units at a distance of 240 m on each side of the ATLAS interaction point. An initial validation 
of the design choices was achieved in a beam test at DESY in a relatively low energy electron 
beam and using slow off-the-shelf electronics. Here we report on the results from a second beam 
test experiment carried out at CERN, where new detector prototypes were tested in a high energy 
hadron beam, using the first version of the custom designed front-end electronics. The results show 
an adequate tracking performance under conditions which are similar to the situation at the LHC. 
In addition, the alignment method using so-called overlap detectors was studied and shown to have 
the expected precision. 
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1. Introduction 

New physics at the LHC might manifest itself as deviations from the Standard Model predictions of 
cross sections and thus the normalization of the measured cross sections is of utmost importance. 
The uncertainty of the absolute luminosity is the main factor limiting the measurements precision. 
Traditionally, the absolute luminosity at hadron colliders was determined via elastic scattering of 
protons at small angles. This is also one of the approaches pursued by the ATLAS experiment at 
the LHC. ATLAS is aiming to measure at such small angles that the elastic scattering becomes 
sensitive to the well-known electro-magnetic amplitude. A scintillating fibre tracker system, called 
ALFA, is used to measure the scattered protons. Fibre tracker modules will be inserted in so-called 
Roman Pot units which makes it possible to detect scattered protons very close to the beam. The 
vertically arranged Roman Pots penetrate into the LHC beam pipe on each side of the ATLAS 
experiment at a distance of 240 m from the interaction point. The luminosity measurement and the 
requirements on the detector have been described in [|l|]. The main requirements which are directly 
related to the fibre tracker design, such as light yield, sensitivity at the fibre edge etc., were shown 
to be fulfilled in a beam test of ALFA at DESY in November 2005 [|]. 

A major difference between the 2005 setup and the final system is the dedicated ALFA front- 
end (FE) electronics which will be used in ATLAS. The previously used analog readout that was 
based on standard (NIM and VME) electronics does not meet requirements at the LHC, such as 
a 40 MHz clock frequency and intermediate data storage during the trigger latency time. For this 
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reason, dedicated FE electronics have been designed for ALFA. The new electronics are entirely 
based on binary hit information. The number of channels, the available space and the remote 
location of the final detectors are challenges for the design of the FE electronics. To operate ALFA 
with the final components is therefore a crucial validation step of the overall system design. 

The measured spatial resolution in the previous test of ALFA was shown to be limited by 
multiple scattering of the relatively low energy, 6 GeV/c, electron beam. This also motivated a 
second test of the fibre tracker in a high energy hadron beam, which approaches the situation in the 
LHC and where effects due to multiple scattering are negligible. The results from the DESY test 
together with GEANT4 simulations made it possible to predict that the obtained spatial resolution 
of 36 /im would decrease to about 20 — 25 /im if ALFA was operated in a high energy hadron 
beam. 

The precise relative vertical distance of the upper and lower ALFA detectors in one Roman 
Pot unit cannot be derived from the physics data, but will be measured by the so-called Overlap 
Detectors (OD), also based on scintillating fibre technology. The ODs need to measure only the 
vertical coordinate. In the final ALFA setup the ODs will be located in special extrusions of the 
Roman Pots which will gradually overlap when the upper and lower pots are moved towards the 
beam axis. These detectors, as well as the alignment method, were tested for the first time in this 
experiment. 

2. The CERN testbeam setup 

The beam test was carried out at the CERN SPS H8 beam which is a secondary beam in the CERN 
North Area. The primary target consists of a 30 cm long Beryllium plate. We have used for most 
of the period a secondary beam at 230 GeV/c (70% p and 30% 71+) and for a few days a 20 GeV/c 
secondary beam (mainly 71+ beam with a small p contamination). The beam spot size was between 
1 — 10 mm, and varied with the beam line settings, and the beam divergence was about 0.15 mrad. 

The ALFA detector was mounted on a table which allowed the detector to be translated in the 
direction of the axes of the plane transverse to the beam, as well as being rotated around these axes. 
The trigger was based on a 30 x 30 mm^ plastic scintillator and its signal was put in coincidence 
with the signal from a second scintillator that had dimensions similar to the active area of the 
particular ALFA prototype used. 

2.1 Prototype fibre detectors 

Two new ALFA prototypes |Q, ||] were built with an increased number of fibres compared to the 
DESY testbeam, however, their design and construction followed the same principles. A detector 
plane consists of a ceramic substrate which on both sides supports Aluminium coated square fibres^ 
of 500 /im thickness in a so-called UV configuration, i.e. the two fibre layers have an angle of 
±45° relative to the vertical axis as shown in the left part of figure [I[ In the final detector, ten such 
UV planes with two times 64 fibres will be assembled with a relative staggering of multiples of 
\/2-50 ixm. 

The first detector constructed for the testbeam, called ALFA 2_2_64, included two planes 
which contained the full set of 64 fibres per layer. It was tested with a prototype of the final 

'Fibre type SCSF-78, single cladded, S-type, from Kuraray, Japan 
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trigger scintillator whose shape matches the overlap area of the fibres. It was connected via a 
specially formed light guide to a PMT^. The challenges with this trigger counter is the stringent 
space limitations in the pot and the requirement of a very uniform trigger efficiency in order not 
to bias the measurement. Lab tests with a Sr-90 source showed a photoelectric yield in excess of 
30. Setting the trigger threshold at 5 p.e. should guarantee an excellent uniformity. The second 
ALFA tracker comprised of 10 staggered planes with 16 fibres per layer (ALFA 10_2_16) and was 
used for resolution studies. 

In addition to the two ALFA trackers, two prototype Overlap Detectors were built [^]. They 
consist of horizontally mounted scintillating fibres of the same type and size as the main detector. 
The fibres are organized in two staggered layers with 30 fibres each. The two detectors were 
placed in the beam such that they overlapped vertically. Their relative vertical position could be 
mechanically controlled by a micrometric screw with a precision of a few microns. 

The scintillating fibres were routed over typically 25 cm to custom designed fibre connectors 
with 64 channels in a 8 x 8 configuration, which matches precisely the segmentation of the multi 
anode PMTs^. The connectors fit in slots of the Roman Pot vacuum flange, on the top (air) side of 
which are mounted the MAPMTs with their front-end electronics. 

All detectors underwent careful metrological analysis with a 3D coordinate measurement ma- 
chine. The positions and slopes of all fibres were individually determined and stored in a database. 
These parameters were then used during the offline-analysis for the space point reconstruction. 

^Hamamatsu H3164. Active diameter 8 mm. 
^MAPMT type R7600, Hamamatsu, Japan 
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2.2 The ALFA electronics and system setup 

A very compact design was adopted for the dedicated ALFA FE electronics, where a large part 
of the electronics is directly mounted onto the MAPMTs. The right part of figure [T] shows the 
so-called PMF (PhotoMultiplier Front-end) unit, consisting of three PCBs mounted on top of the 
MAPML From the bottom, the first board is a high voltage (HV) divider which is followed by 
a board which routes the relevant signals from the MAPMT to the third board. The third board 
contains the multi anode readout chip (MAROC) [Q], providing amplifiers and discriminators for 
each of the 64 MAPMT channels, and a FPGA for handling the readout. 

The readout of the detector follows the ATLAS requirements ||8|, ^ and is controlled by a 
motherboard. When the trigger signal arrives to the ALFA detector it is received and fanned-out 
by the motherboard to the different PMFs. Each PMF stores the data from the MAPMT at 40 MHz 
in a pipeline and at the arrival of a trigger it sends back the data from the corresponding pipeline 
location. Due to the synchronous trigger and readout system, the latency of the trigger has to be 
timed in carefully with respect to the data in the pipeline. The data from all the PMFs is then 
collected by the motherboard where it is formated and sent through a gigabit optical link (GOL) 



[10] to the readout system. The configuration of the FE components is done using an embedded 
local monitor board (ELMB) [^] which is part of the motherboard. 

The first version of the ALFA FE electronics was used during the testbeam period and the setup 
consisted of 5 PMFs, distributed in a row (as is foreseen for the final detector), and a motherboard. 
The left part of figure [l| shows a schematic view of the setup, with the motherboard at the top and 
the cabling structure to distribute signals to the 5 PMFs. It should be noted that the interconnection 
between the motherboard and the PMFs will be based on light Kapton cables in the final system, to 
replace the large flat cables and adapters used at the testbeam. 

A computer with PVSS was used to configure the electronics installation in the testbeam area, 
through a CAN BUS and the ELMB. The trigger signal was sent through an optical fibre to the 
motherboard by standard components developed for the ATLAS timing, trigger and control (TTC) 
[§] system. The trigger-busy logic was made using standard NIM electronics and the DAQ software 
was implemented within the standard ATLAS frame work. A readout PC was equipped with a 



FILAR card [ ]11[ ] to read data through the GOL that was connected to the motherboard. The event 
rate was restricted by the ad hoc implementation of the readout system where a peak rate of about 
1.5 kHz and an average rate of about 250 Hz were obtained. 

In the CERN testbeam all the components of the final system were used except for the so- 
called ROD (Readout Driver) card which forms the interface between the GOLs and the common 
ATLAS readout system. During the tests of the electronics several imperfections were identified. 
These were strongly suspected of creating fake noise hits (as discussed below) and will be corrected 
in the next version of the electronics. 

3. The data analysis 

After converting the raw data into an appropriate format, the analysis was entirely based on the 



ROOT analysis software []12|]. A set of basic analysis routines were used during the testbeam 
to monitor the data during the data-taking, however, the main analysis was carried out after the 
testbeam period. 
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After an initial running period, where the trigger and readout system was timed in and the 
basic detector operation was established, the beam time was split into one period for each detector 
prototype. Between 2 — 7 million events were recorded with each detector and the high energy 
proton beam was used for the runs dedicated to resolution studies. In addition, some 100k events 
were recorded together with the setup of the DEPFET collaboration who were starting tests after 
the ALFA period with a high precision Si-telescope in the same zone. 

3.1 The ALFA data quality 

The overall quaUty of the data taken during the beam period was fully satisfactory. No problems 
due to bad synchronization or data corruption were encountered. However, as mentioned before, 
there were several imperfections in the electronics that were suspected of creating fake noise hits. 
In order to disentangle the possible different noise sources (fibres, fibre-PMT interface, electronics) 
we exploited different experimental configurations: 

A) A complete MAPMT or individual MAPMT channels, that were not coimected to fibres (e.g. 
in ALFA 2_2_64 or OD); 

B) MAPMTs that were coimected to, OD, fibres that were not in the beam; 

C) MAPMTs that were coimected to fibres that were in the beam. 

The observed probability of registering a hit was calculated as the number of measured hits 
in the whole MAPMT divided by the number of channels (64) and the number of events. For 
our standard HV and threshold setting, the overall noise level for MAPMTs without any fibres 
connected (case A) was of the order of 0.02%, increasing to 0.4% for MAPMTs that were coimected 
to fibres, when the fibres were not in the beam (case B). 

The noise level also showed correlations with the number of hits registered in the MAPMT 
which hints at some coupling in the read out chain (analogue or digital). 

For MAPMTs which read out fibres that were in the beam (case C), the noise was studied 
by the occurrence of neighbours of a selected hit. For a given hit, the probability of registering 
a hit in a direct neighbouring MAPMT channel was of the order of 10%. This level decreased 
to about 5% when only hits associated to reconstructed tracks were considered. This selection 
eliminates randomly distributed noise hits which were typically produced in groups with several 
hits at the same time. The existence of correlated noise was also supported by the analysis of the 
hit multiplicity per fibre layer. Ideally it should be one (assuming 100% efficiency, zero cross-talk 
and no noise), however the measured hit multipUcity showed a mean of two with tails of several 
tens of fibres hits. 

3.2 Space point reconstruction 

One of the main goals of this test experiment was to measure the intrinsic spatial resolution of 
the detector. As mentioned earlier the value found at the DESY testbeam (Ox = Oy = 36 [xm), 
was limited mainly by multiple scattering in the relatively low energy electron beam and should 
significantly improve in a high energy hadron beam. 

All studies of the tracking performance were based on the data taken with the ALFA 10_2_16 
detector. The problems with the data quality, discussed above, called for an improved tracking 
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Figure 2. The mean and sigma of the x//i — xni distribution as a function of the angle. The soHd Hne is 
based on the reconstructed x coordinates and the dashed Une on the y coordinates. 



algorithm, which was largely immune to fake noise hits. In a first stage, hit candidates were selected 
based on a seed track obtained by a Hough transform method |[T^]. Here the closest hit to the seed 
track in each ALFA layer was selected under the condition that it was within a distance of 2 fibre 
widths from the seed track. The selected hits were then used by a so-called minimum overlap 
algorithm [§] in order to reconstruct the impact point in the x — y plane transverse to the beam. 
This algorithm assumes that the tracks are perpendicular to the ALFA layers and the z coordinate 
information therefore becomes irrelevant. 

3.2.1 Stand-alone method 

In the first part of the resolution study, tracks were reconstructed by ALFA as two independent track 
segments, using planes 1-5 (layers 1-10 = H1) and planes 6-10 (layers 11-20 = H2) separately. In 
this way the ALFA resolution can be studied without an external tracking detector, however, with 
limited possibilities to estimate the efficiency. In the following we call this method the stand-alone 
method. For this study, events were only used if their x — y position was within a 2 mm radius from 
the centre of ALFA which ensured that the selected particles traversed a region of ALFA where all 
20 layers physically overlap. All following studies were done for both the x and y coordinates, but 
for simplicity only one will be discussed if the results for the other coordinate were the same. 

Before taking data dedicated for resolution studies, an angular scan was made in order to align 
ALFA with respect to the beam axis. Runs were taken with ALFA rotated around both the x and y 
axis and during these runs the MAPMTs were operated at 900 V. The runs were analyzed based on 
the mean value and sigma of the x^y — xm track residual distributions. Figure ^ shows the mean 
(left) and sigma (right) of the residual distribution as functions of the rotation angle around the 
;c-axis, dx, with respect to the original position of ALFA. 

Since the minimum overlap algorithm is reconstructing the x and y coordinate of the particle 
separately for the two halves, the presence of an angle introduces a systematic shift of the mean of 
the distribution. This is clearly seen in figure ^ where the mean in y shifts linearly with the Bx angle 
and where a perfectly perpendicular alignment of ALFA to the beam corresponds to a mean equal 
to zero. The shift of the mean therefore provides a method for a precise alignment (~ 1 mrad), 
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Figure 3. The residual distribution from the x-coordinates reconstructed by the two ALFA halves, HI and 
H2. 



which will also be useful when operating at the LHC. Figure ^ also shows the residual sigma as a 
function of dx where the minimum is consistent with an optimal alignment of about = 2 mrad 
obtained from the results based on the mean of the distribution. 

After the alignment, dedicated high statistics runs were taken in order to study the spatial 
resolution of ALFA. During these runs ALFA was operated both at 900 V and 950 V. Figure || 
shows the residual distribution obtained from high statistics runs taken at 950 V. A Gaussian fit to 
the distribution gives a = 55 ±0.3 /im (only statistical error from the fit) and as both half detectors 
are practically identical, the spatial resolution of each of them is expected to be Ghi = O//2 = 
55/\/2~39 urn. 

Comparison with the output from a geometrical Monte-Carlo (MC) |@], with the as-measured 
detector geometry as input, allows us to interpret the measured value as a spatial resolution of the 
full ALFA detector, 

Oalfa = © (^f^eo = (3. 1) 



where Oh is the measured half ALFA resolution and Ogeo is the constant contribution from geo- 
metrical imperfections of the detector estimated by the MC to be 14 /im. Based on this formula 
the measured half resolution of 39 jxra indicates a full detector resolution of about 23 /im. Several 
systematic effects were studied, e.g. alternative methods to obtain Ogeo and different ranges for the 
Gaussian fit, and from these a total error of ±2 /xm was obtained. 

3.2.2 ALFA versus Si-telescope 

A dedicated reference tracking detector was not available during the regular ALFA testbeam pe- 
riod. A few runs could, however, be taken with track information from a high precision telescope, 
situated about 1 m upstream of the ALFA setup, with which the DEPFET collaboration performed 
measurements. The data acquisition systems of the two experiments were synchronized during 
these runs. The tracks reconstructed by the telescope were extrapolated to the z-position of ALFA 
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and after a software alignment of the telescope with the ALFA coordinate system, the track posi- 
tions of both systems could be directly compared. Two scenarios were considered. In the first, the 
reconstruction efficiency was maximized by using loose cuts. In the second scenario, tighter cuts 
were applied on the number of layers with more than one hit and on the total amount of hits. With 
these quality cuts the resolution was optimized. 





reconstruction cuts 


quality cuts 


Oh [iUm] 


56±3 


51±2 


Ot [jum] 


46±2 in X and 66-77 ±4 in y 


Oalfa [Mm] 


26±3 


25±3 


Efficiency [%] 


96±3 


56±3 



Table 1. Resolution (averaged over x and y) and efficiency. 



The residuals from the half-detectors and the telescope were studied in a first stage and from 
knowing Oh, the resolution of the telescope, Ot, at the position of ALFA was determined. Due to 
the 1 m distance between the telescope and ALFA, the intrinsic resolution of about 10 /im inside the 
telescope was degraded to an observed telescope resolution at the ALFA position of about 46 /im 
in X and to 66 — 77 /im in y. The performance of the telescope in the vertical direction varies with 
the hit region, which explains the observed variation of the resolution. 

In a second stage, the spatial resolution of the full ALFA detector could be extracted. This 
was done by subtracting the calculated telescope contribution from the ALFA - telescope residual 
distribution. At the same time the ALFA efficiency was determined. The results are summarized in 
table [I] where it is shown that with basic reconstruction cuts a detection efficiency above 95% was 
obtained with a spatial resolution of about 26 /xm. Both the stand-alone study and the study using 
the telescope showed that the resolution improves marginally for the full detector when quality cuts 
were applied while the efficiency drops drastically. The modest telescope resolution at the position 
of ALFA and the limited statistics implies relatively large errors, as seen in table |], which were 
obtained from the spread of results in analyses using different runs. 

3.3 The overlap detectors 

The vertical distance between the two overlap detectors was reconstructed as the average difference 
between the positions of the fibres that were hit in each detector 



1 " 

yoDR = -Y. 



1, ,1, , 

-;jyoD2,\ +yoD2,2) - ■:^{yoDi,\ +yODl,2) 



(3.2) 



where yoDk.j is the vertical position of the fibre hit in the layer / of the detector k and the sum is over 
the number of selected events (see figure Q). The events were selected on the basis of the number 
of fibres that were hit. Only events with a total of 4 hits and a single hit per plane were used for the 
reconstruction. The efficiency was only 1 1 % due to the noise problems mentioned above. A good 
correlation was found between the reconstructed relative distance yoDR and the set value y^et as 
shown in the left part of figure ^. The difference between yoDR and the straight line fit is in general 
smaller than 15 /^m (see right part of figure 0). Most of the positions were independently measured 
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Figure 4. The vertical distance between the two overlap detectors is calculated from the measurement of 
particles which traverse both detectors: yoDR = yoDi —yoDi- 



Overlap Detectors 























y = 


-1.0176X- 0.0169 





















































































i 






1 -0 




8 -0 




6 -0 


4 -0 


2 


2 0.4 0.6 


0.8 



Overlap Detectors 

?0.03 
£ 

^0.02 



y„, ("iiT) 




Figure 5. Reconstructed vertical distance yoDR between the two overlap detectors as a function of the 
mechanically set distance yset (left). The straight line is a fit to the data points. Difference between the 
reconstructed distance yoDR and the fit for the same data (right). The error bars represent the quadratic sum 
of the errors from the reconstruction algorithm and the errors of the mechanical measurement. 



a second time. The two sets of reconstructed positions are compatible within the precision of the 
micrometric screw. 

4. Conclusions 

The ATLAS experiment is planning to measure the absolute luminosity from elastic scattering at 
very small angles using a scintillating fiber tracker called ALFA. The ALFA fiber detector was 
validated in a testbeam at DESY in November 2005, however, with standard electronics and using 
a 6 GeV/c electron beam. 

A second testbeam was carried out at CERN using new prototypes together with the first 
version of the dedicated ALFA electronics, required for operation within ATLAS at the LHC, and 
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using a high energy hadron beam. The high energy hadron beam approaches the final situation 
in the LHC and the spatial resolution was expected to improve with respect to the previous test 
because of reduced multiple scattering. A number of imperfections, likely to create fake noise 
hits, were identified during the tests of the electronics which will be corrected in the next version. 
An increased noise rate was also observed in the data with respect to the previous test where 
standard electronics was used, however, the tracking performance was still shown to be adequate 
for the purpose of the luminosity measurement. The space point reconstruction was studied by two 
different methods which showed resolutions of about 25 [im and where a reconstruction efficiency 
above 95% was obtained. 

Overlap detectors will be used for a precise vertical alignment of ALFA at the LHC. These 
detectors, as well as the alignment method, were tested for the first time in the CERN testbeam and 
it was shown that the required precision could be achieved, since the vertical relative alignment 
could be controlled to a precision better than 15 /xm. 

The natural next step will be to construct a full-size detector consisting of 10 planes with 2 x 
64 fibres. This full-size detector will be integrated in one Roman Pot unit and together with the 
overlap detectors and the trigger counters make a full system. We would also include all the front- 
end electronics together with the mother board. Such a complete system will allow us to evaluate 
and eliminate possible remaining electronics noise sources. Moreover the integration in the Roman 
Pot will permit us to address mounting and alignment precision in the Roman Pot and also relative 
alignment precision between the main detectors and the overlap detectors. 
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